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Abstract 

Accurate  crack  size  measurements  are  required  for  fracture  mechanics' 
solution  to  component  life  predictions.  Usual  methods  have  limitations  and 
the  development  of  a  real-time  crack  measurement  technique  would  be  of  great 
value. 

The  operation  and  accuracy  of  the  "Fractomat"  device  for  crack  growth 
measurement  is  assessed  during  its  normal  application  to  standard  fracture 
mechanics  specimens.  The  technique  is  found  to  be  at  least  as  accurate  as 
surface  microscopic  examination.  The  further  application  of  this  technique 
to  crack  measurement  of  in-service  structural  components  is  also  postulated 
for  cases  in  which  the  most  likely  flaw  location  and  orientation  are  known. 
The  potential  application  is  then  demonstrated  by  examination  of  crack 
growth  during  the  laboratory  fatigue  fracture  of  a  typical  aircraft  struc¬ 
tural  component,  the  forward  wing  trunnion  of  the  CF- 100  aircraft. 


Introduction 


The  determination  of  the  rate  of  crack  growth  in  a  material  subjected 
to  uniform  cyclic  loading  requires  an  accurate  and  reproducible  means  of 
crack  length  measurement.  The  most  common  method  for  the  external  measure¬ 
ment  of  crack  length  is  visual  examination  of  the  advancing  crack  tip 
utilizing  a  travelling  vernier  microscope  with  a  magnification  in  the  range 
of  20-50X.  Alternative  techniques  employ  the  measurement  of  the  specimen 
compliance  or  the  direct  measurement  of  specimen  potential  excited  by  a 
constant  current.  The  compliance  technique  is  accurate  but  is  highly  sub¬ 
ject  to  specimen  geometry.  The  direct  potential  method  is  experimentally 
complex  and  is  subject  to  variations  in  specimen  resistance  due  to  specimen 
composition.  The  direct  potential  method  also  has  the  obvious  disadvantage 
that  it  may  not  be  applied  to  non-conducti ve  materials.  DREP  has  previously 
evaluated  a  commercial  crack  detection  coating  system  (B.F.  Peters, 
unpublished  manuscript)  which  consists  of  encapsulated  conductive  dye  which 
is  applied  to  and  electrically  isolated  from  the  specimen  surface.  This 
method  was  found  to  reliably  detect  crack  initiation  but  required  a  dif¬ 
ficult  and  extensive  application  procedure. 

Recently,  a  similar  technique,  which  may  be  referred  to  as  an 
"indirect"  potential  method,  has  been  developed  and  is  marketed  commercially 
as  the  FRACTOMAT/KRAK  GAGE.  This  method  differs  from  the  direct  potential 
method  in  that  a  potential  drop  is  measured  in  a  thin  metal  foil  which  has 
been  adhesively  bonded  to  the  specimen  surface.  This  crack  length  measure¬ 
ment  technique  is,  therefore,  independent  of  both  the  specimen  geometry  and 
composition.  It  has  been  demonstrated  elsewhere!  that  the  specimen  indepen¬ 
dence  and  accuracy  of  this  method  makes  it  an  attractive  and  convenient 
technique  for  the  measurement  of  crack  length  in  standard  fracture  mechanics 
specimens  such  as  the  compact  tension  specimen  (CT).  It  is  also  believed 
that  this  technique  may  possibly  be  applied  to  the  detection  of  crack  growth 
in  less  standard  geometries  typical  of  many  structural  components.  To  vali¬ 
date  the  use  of  indirect  potential  measurement  in  fracture  mechanics  speci¬ 
mens,  crack  growth  rate  was  studied  in  standard  dimension  compact  tension 
specimens  (1TCT)  of  7075-T6  aluminum  alloy.  The  possible  application  of 


this  method  to  the  nondestructive  detection  and  measurement  of  flaw  growth 
in  structural  components  is  illustrated  by  a  similar  fatigue  examination  of 
the  forward  wing  trunnion  of  the  CF- 100  aircraft. 

THEORY  OF  OPERATION 

Measurement  of  crack  length  by  the  indirect  potential  method  is 
accomplished  by  creating  a  potential  drop  proportional  to  crack  length  in  a 
thin  metal  (constantan)  foil  which  has  been  adhesively  bonded  to  and  is 
electrically  isolated  from  the  specimen  using  standard  strain  gauge  attach¬ 
ment  procedures^.  An  uncracked  foil  will  produce  a  voltage,  Uo,  when  a 
constant  excitation  current,  I,  is  supplied.  If  the  foil  or  KRAK-GAGE  is 
properly  bonded  to  the  specimen,  slow,  controlled  crack  growth  in  the  speci¬ 
men  will  yield  a  corresponding  crack  in  the  metal  foil.  The  geometry  of  the 
foil  gauge  is  critical  and  has  been  designed  so  that  a  voltage  Ua  is  pro¬ 
duced  which  is  proportional  to  the  crack  length,  a.  The  detected  output 
voltage  of  the  gauge  is,  therefore,  the  sum  of  the  two  voltages,  Uo  +  Ua. 

The  FRACTOMAT  is  the  control  and  read  out  device  for  the  KRAK-GAGE. 
It  contains  a  nominal  100  mA  constant  current  source  for  the  excitation  of 
the  foil  gauge,  as  shown  schematically  in  Figure  1.  The  constant  current 
input  to  the  differential  amplifier  4  is  adjusted  such  that  the  initial  out¬ 
put  of  the  uncracked  gauge  is  zero,  thereby  elminating  Uo.  The  resulting 
voltage  Ua,  is  then  measured  directly.  The  FRACTOMAT  instrument  has  the 
capability  for  the  control  and  direct  digital  readout  of  the  crack  length 
for  two  separate  foil  gauges.  The  outputs  of  the  individual  foil  gauges  may 
be  displayed  separately  or  averaged  to  provide  a  measure  of  the  mean  crack 
length.  This  instrument  also  contains  limit  detectors  which  may  be  used  for 
the  control  of  the  test  instrumentation  and  a  direct  analog  signal,  propor¬ 
tional  to  crack  length,  which  may  be  used  for  plotting  and  display  purposes. 

Crack  Growth  Measurement  in  7075-T6  Aluminum 

The  application  of  the  FRACTOMAT/KRAK  GAGC  instrumentation  to  stan¬ 
dard  fracture  mechanics  testing  may  be  illustrated  by  the  measurement  of 
crack  growth  rate  in  one  inch  thick  7075-T6  aluminum  plate.  Compact  tension 


Figure  1 


Schematic  Diagram  of  Fractomat/Krak-Gage 


Figure  2.  Compact  Tension  Specimen  with  Krak-Gage  Attached 
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specimens  were  manufactured  from  this  plate  and  20  nm  gage  foils  were 
installed  on  both  sides  of  all  specimens.  A  typical  compact  tension  speci¬ 
men  with  gauge  foils  and  connections  to  the  FRACTOMAT  attached  is  seen  in 
Figure  2.  These  specimens  were  then  fatigued  using  an  MTS  servo-hydraulic 
testing  system  of  50  Kip  capacity  operating  at  frequencies  of  1-5  Hz  and  a 
stress  ratio,  R=0.25.  Loading  of  the  specimens  was  accomplished  using 
standard  pin  and  clevis  grips  designed  in  accordance  with  ASTM  specification 
E399- 783  (Standard  Test  Method  for  Plane  Strain  Fracture  Toughness  of 
Metallic  Materials).  Total  crack  length  (a)  was  measured  as  a  function  of 
the  number  of  fatigue  cycles  (N)  using  both  a  vernier  microscope  and  the 
FRACTOMAT  device.  A  comparison  of  the  two  measurement  techniques  may  be 
made  by  observation  of  the  two  a-N  curves  presented  in  Figures  3  and  4.  It 
is  evident  that  the  FRACTOMAT  is  capable  of  providing  a  continuous,  real¬ 
time  display  of  the  surface  crack  length  which  compares  favourably  to  the 
microscope  measurement  technique.  Unfortunately,  crack  length  measurement 
using  the  vernier  microscope  has  some  rather  large  sources  of  error,  most 
notably  the  uncertainty  in  the  actual  position  of  the  crack  tip  and  the 
reading  error  associated  with  the  vernier.  The  expected  error  of  the 
microscopic  method  is  of  the  order  of  0.001  in.  which  is  well  within  that 
specified  in  ASTM  E647-784  (Tentative  Test  Method  for  Constant-Load- 
Amplitude  Fatigue  Crack  Growth  Rates  Above  10"8  m/cycle).  However,  the 
indirect  potential  method  has  a  theoretically  infinite  resolution  of  crack 
length.  The  most  significant  error  of  this  method  is  most  likely  the  degree 
to  which  the  crack  in  the  foil  follows  the  associated  crack  in  the  specimen. 
This  error  and  the  total  error  of  the  FRACTOMAT  method  are  thought  to  be 
even  smaller  than  the  standard  visual  measurement  technique.  The  correla¬ 
tion  of  the  results  of  the  two  measurement  techniques  is  considered  to  be 
adequate  justification  of  the  indirect  potential  method. 

A  more  useful  measure  of  the  crack  growth  rate  may  be  obtained  by 
plotting  the  incremental  crack  growth  (da/dN)  as  a  function  of  the  alter¬ 
nating  stress  intensity.  This  growth  rate  is  found  to  vary  according  to  the 
relation: 


da/dN  =  c(AK)n 


Crock  Length,  o  Cln.)  Crock  Length 
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3.  Crack  Length  vs  Cycles  -7075-T6  Aluminum  Alloy  Specimen  #4 
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Figure  4.  Crack  Length  vs  Cycles  -7075-T6  Aluminum  Alloy  Specimen  A6 


The  stress  intensity  factor,  \K,  is  a  measure  of  the  stress  field  magnitude 
at  the  crack  tip  and  may  be  calculated  for  the  compact  tension  specimen  by 
the  following  operation^: 

aK  =  (AP/BW^.f  (a/W) 

where  f(a/W)  =  (2WW)(0.886+4.46a/U-13.32(a/W)2+14.92(a/W)3-5.6(a/W)4  ) 

(l-a/W)3/2 

B  =  specimen  thickness  (in.) 

W  =  specimen  width  (in.) 

P  =  alternating  load  (lb.) 

The  exponent,  n,  may  be  considered  to  be  a  material  property  which  is  also 
dependent  upon  the  stress  ratio  and  specimen  thickness  and  is  a  relative 
measure  of  the  susceptibility  of  the  material  to  crack  growth.  Figure  5  is 
the  log-log  plot  of  da/dN  as  a  function  of  K.  This  plot  also  illustrates 
the  "dog-leg"  feature  typical  of  many  alloys  at  low  crack  growth  rates. 
Least  squares  fitting  of  this  data  produced  a  value  of  n  =  3.25  for  the  1 
inch  thick  7075-T6  A1  plate. 
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Figure  5.  Crack  Growth  Rato  7075-T6  Aluminum 
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Appl i cat i on  to  the  CF-100  Forward  Wing  Trunnion 

Since  the  indirect  potential  method  is  truly  specimen  independent,  it 
may  also  be  applied  to  many  testing  situations  for  which  other  measurement 
techniques  are  not  suitable.  To  illustrate  the  use  of  this  method  as  a 
crack  monitoring  device  capable  of  applications  other  than  normal  fracture 
mechanics  specimens,  foil  gauges  were  installed  on  both  sides  of  a  saw-cut 
starter  notch  in  a  forward  wing  trunnion  of  the  CF-100  aircraft.  The  trun¬ 
nion  material  is  an  AISI  4340  low-alloy  steel  which  has  been  heat  treated  to 
produce  a  moderate  tensile  strength  (180  KSI)  and  a  relatively  high  fracture 
toughness  (Kic>100  KSI/ in).  The  component  was  installed  in  the  three  point 
bend  fixture  of  the  MTS  testing  system,  as  seen  in  Figure  6.  The  trunnion 
was  then  fatigued  at  a  rate  of  5  Hz,  a  stress  ratio  R=0.2  and  a  mean  load  of 
15  Klb.  Crack  growth  was  monitored  in  the  same  manner  as  described  pre¬ 
viously  for  the  7075-T6  A1  compact  tension  specimens,  i.e.  by  the  indirect 
potential  measurement  method  and  by  optical  measurement  with  a  vernier 
microscope.  A  plot  of  crack  length  (a)  versus  the  number  of  fatigue  cycles 
(Figure  7)  shows  the  close  correlation  between  these  two  methods.  Crack 
growth  rate  (da/dN)  was  also  calculated  and  plotted  as  a  function  of  the 
alternating  stress  intensity  (aK),  as  shown  in  Figure  8.  The  stress  inten¬ 
sity  factor,  AK,  is  estimated  for  this  specimen  using  the  equation  for  a 
standard  three-point  bend  specimen^,  i.e. 

A  K  =  ( PS/BW^/2 ) . f (a/W ) 

where  f (a/W)  =  3(a/W)1/2  -  [1.99-(a/WJll-aZW?2.15-3.93a/W^.7la/Wj2)3 

2(l+2a/W)(l-a/W)3/2 

B  =  specimen  thickness  (in) 

W  =  specimen  width  (in) 

S  «  span  between  load  points  (in) 
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These  data  are  also  least  squares  fitted  to  the  equation 

da/dN  =  C(AK)n 

to  determine  values  for  the  coefficients  C  and  n.  The  calculated  value  of  n 
is  found  to  be  2.01,  which  is  in  reasonable  agreement  with  the  literature 
value  of  2.25  for  4340  steel  which  had  been  heated  to  a  slightly  higher 
yield  strength  and  lower  fracture  toughness.^ 

Another  valuable  feature  of  this  method  is  that  a  continuous  voltage 
proportional  to  crack  length  is  available  for  plotting  or  computation  pur¬ 
poses.  Crack  length  may  then  be  plotted  as  a  function  of  a  system  parameter 
such  as  specimen  compliance  or  load-point  displacement  or  as  a  function  of 
some  external  parameter.  To  illustrate  this,  the  output  voltages  of  the  two 
foil  gauges  were  averaged  and  subsequently  applied  to  the  X-axis  of  an  X-Y 
recorder,  while  a  calibrated  voltage  proportional  to  the  total  acoustic 
emission  event  count  was  also  applied  to  the  Y-axis.  The  resulting  plot. 
Figure  9,  provides  valuable  information  regarding  the  acoustic  emission 
intensity  relative  to  crack  length,  and,  ultimately,  to  the  stress  intensity 
factor. 

CONCLUSIONS 

The  indirect  potential  method  is  a  relatively  simple  and  direct  means 
of  crack  length  measurement  for  a  variety  of  specimens.  Although  specif¬ 
ically  designed  for  fracture  mechanics  applications,  such  as  the  deter¬ 
mination  of  crack  growth  rate  and  fracture  toughness  testing,  the  method 
also  has  definite  applications  to  the  detection  and  measurement  of  flaw 
growth  in  critical  structural  components.  This  has  been  confirmed  by  the 
coincidence  of  crack  length  measurements  made  by  the  indirect  potential 
method  and  by  direct  optical  measurement  during  the  laboratory  fatigue  test 
of  a  CF-100  wing  trunnion.  It  is  postulated  that  this  method  may  be  suit¬ 
able  as  an  in  situ,  real-time  measure  of  crack  initiation  and  growth.  This 
technique  would  be  more  sensitive  and  less  complicated  than  alternative 
techniques  such  as  acoustic  emission  monitoring,  particularly,  in  cases 
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Figure  9.  Acoustic  Emission  Events  as  a  Function  of  Crack  Length 
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such  as  this,  where  the  component  materia?  is  a  high  strength  steel. 
Possible  applications  would  include  any  critical  structural  component  with 
the  following  features: 

(1)  the  approximate  position  and  direction  of  crack  growth  must  be 
known. 

(2)  the  component  must  provide  adequate  area  for  the  installation  of 
the  foil  gauge.  Many  typical  problem  areas,  such  as  fastener 
holes,  are  not  therefore  suitable  for  this  technique. 

(3)  the  normal  operating  environment  of  the  component  must  not  be  so 
severe  as  to  interfere  with  the  operation  of  the  foil  gauge. 
High  temperature  environments  are  an  obvious  instance  for  which 
this  technique  is  not  applicable. 

In  the  event  that  the  monitored  structural  component  possesses  all  of 
these  features  and  also  has  a  readily  calculable  stress  intensity  function, 
such  as  the  CF-100  wing  trunnion,  the  method  may  also  be  expended  to  provide 
a  direct  measure  of  the  residual  life  of  that  component. 
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Accurate  crack  size  measurements  are  required  for  fracture  mechanics 
solution  to  component  life  predictions.  Usual  methods  have  limitations  and 
the  development  of  a  real-time  crack  measurement  technique  would  be  of  great 
value. 

The  operation  and  accuracy  of  the  "Fractomat"  device  for  crack  growth 
measurement  is  assessed  during  its  normal  application  to  standard  fracture 
mechanics  specimens.  The  technique  is  found  to  be  at  least  as  accurate  as 
surface  microscopic  examination.  The  further  application  of  this  technique 
to  crack  measurement  of  in-service  structural  components  is  also  postulated 
for  cases  in  which  the  most  likely  flaw  location  and  orientation  are  known. 
The  potential  application  is  then  demonstrated  by  examination  of  crack 
growth  during  the  laboratory  fatigue  fracture  of  a  typical  aircraft  struc¬ 
tural  component,  the  forward  wing  trunnion  of  the  CF-100  aircraft. 


DSIS 


KEY  WORDS 


Security  Classification 


fatigue 

crack  growth  measurement 
foil  gauges 


INSTRUCTIONS 


l  ORIGINATING  ACTIVITY  Enter  the  name  and  address  ot  the 
tirgani/jtmn  issuing  the  document. 

?a  DOCUMENT  SECURITY  CLASSIFICATION  Enter  the  overall 
security  classitu  ation  of  the  document  including  special  warning 
ti*nm  whenever  applicable. 

’h  GROUP  Enter  .i*cunty  reclassification  group  number.  The  three 
«iii>ops  .nr  dffin.'ii  m  Appendix  'M'ol  the  DRW  Security  Regulations 

DOCUMENT  TIILE  Enter  the  complete  document  title  in  all 
» .ipilttl  leMeis  Titles  m  jil  cases  should  be  unclassified,  ft  a 
sufficiently  descriptive  idle  cannot  be  selected  vvdhout  classifi 
i  uii. m  shnw  title  t  l.issification  with  the  usual  one capital  letter 
abbievudum  »n  p«i» enthesns  immediately  following  the  title. 

A  DESCRIPTIVE  NOTES  Enter  the  category  of  document,  e.g. 

I. <rhiiH.il  report,  technical  note  or  technical  letter.  If  approprt 
ate  enter  the  type  ol  document,  e  q.  interim,  progress, 
summary,  annual  or  final  Give  the  inclusive  dates  when  a 
Specific  reporting  period  is  covered 

S  AuTHGRIS)  Enter  The  name(s)  of  author(s)  as  shown  on  or 
Hi  the  document.  Enter  last  name,  first  name,  middle  initial. 

If  military,  show  rank.  The  name  of  the  principal  author  is  an 
absolute  minimum  requirement. 

b  DOCUMENT  DATE  Entei  the  date  unonth,  year!  of 
F  stabhshment  approval  for  publication  of  the  document. 

i 

h  fOTAl  NUMBER  OF  PAGES  The  total  page  count  should 
follow  normal  pagination  procedures,  i  e  ,  enter  the  number 
of  pag*<s  '  ontatmng  information 

1it  WMBER  OF  REFERENCES  Enter  the  total  number  of 
f  references  cited  in  thn  document 

dt  PROJECT  OR  GRANT  NUMBER  If  appropriate,  enter  the 
jpptir.able  research  ar  d  development  proiect  or  grant  number 
under  which  the  dutuTient  was  written 

8b  CONTRACT  NUMBER  If  appropriate,  enter  the  applicable 
r.  mber  under  which  ttv  document  was  written 

I  Id  ORIGINATOR'S  DOCUMENT  NUMRE  H.SI  Enter  the 
|  (dtH.ifll  document  number  by  which  the  document  will  tie 
l  identified  and  controlled  by  the  originating  activity.  This 
r  umber  must  be  ndjue  to  this  document. 


9b.  OTHER  DOCUMENT  NUMBER(S):  If  the  document  has  been 
assigned  any  other  document  numbers  (either  by  the  originator 
or  by  the  sponsor),  also  enter  this  number(s). 

tO  DISTRIBUTION  STATEMENT  Enter  any  limitations  on 

further  dissemination  of  the  document,  other  than  those  imposed 
by  security  classification,  using  standard  statements  such  as- 

(1)  "Qualified  requesters  may  obtain  copies  of  this 
document  from  their  defence  documentation  center.” 

(2)  "Announcement  and  dissemination  of  this  document 
is  not  authorized  without  prior  approval  from 
originating  activity.*' 

11.  SUPPLEMENTARY  NOTES.  Use  for  additional  explanatory 
notes. 

12.  SPONSORING  ACTIVITY  Enter  the  name  of  the  departmental 
project  office  or  laboratory  sponsoring  the  research  and 
development.  Include  address. 

13.  ABSTRACT  Enter  an  abstract  giving  a  brief  and  factual 
summary  of  the  document,  even  though  it  may  also  appear 
elsewhere  in  the  body  of  the  document  itself.  It  n  highly 
desirable  that  the  abstract  of  classified  documents  be  unclassi 
fieri  Each  paragraph  of  the  abstract  shall  end  with  an 
indication  of  the  security  classification  of  the  information 
in  the  paragraph  (unless  the  document  itself  is  unclassified! 
represented  as  ITS),  IS).  (C).  (Rl.  or  (U) 

The  length  of  the  abstract  should  be  limited  to  20  single  spaced 
standard  typewritten  lines.  7'i  inches  long 

14  KEY  WORDS  Key  words  are  technically  meaningful  terms  or 
short  phrases  that  characterize  a  document  and  could  be  helpful 
in  cataloging  the  document  Key  words  should  be  selected  so 
that  no  security  classification  is  required.  Identifiers,  such  as 
equipment  model  designation,  trade  name,  military  protect  code 
name,  geographic  location  may  he  used  as  key  words  but  will 
he  followed  by  an  indication  ot  technical  context. 


